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Abstract— The small-area tracker of COMPASS, a high-
luminosity fixed target experiment at CERN’s SPS, includes
a set of 20 large-size (31 × 31 cm2) Gas Electron Multiplier
(GEM) detectors. Based on gas amplification in three cas-
caded GEM foils, these devices permit to obtain high gain
and good spatial resolution even at very high particle fluxes.
A two-coordinate projective readout yields, for each track,
highly correlated signal amplitudes on both projections, al-
lowing to resolve multiple hits in high occupancy regions
close to the central deactivated area of 5 cm diameter. At
the same time, the material exposed to the beam is mini-
mized. Splitting the amplification in three cascaded stages
permits to achieve a gain of ∼ 8000, necessary for efficient
(> 98%) detection of minimum ionizing particles on both
coordinates, already at relatively moderate voltages across
individual GEM foils. As a consequence, the probability of
a gas discharge to occur when a heavily ionizing particle
enters the detector volume, is reduced by more than one
order of magnitude at a given gain compared to the initially
foreseen double GEM structure. In conjunction with other
strategies resulting from extensive R&D on discharge phe-
nomena, we were able to further reduce both the energy and
the probability of such breakdowns. In order to completely
exclude permanent damage to the front-end chip by the rare
event of a discharge fully propagating to the readout strips,
an external electronic protection circuit is used. The op-
erational characteristics of these detectors were examined
both in the laboratory and in the beam, where a spatial res-
olution for minimum ionizing particles of (46 ± 3)µm and a
time resolution of ∼ 15 ns were achieved. For the 2001 run
of COMPASS, a total of 14 triple GEM detectors have been
installed. First results from the commissioning phase in the
high-intensity µ beam are presented.

Keywords—Gas Electron Multiplier, gas detectors, high-
rate tracking, position-sensitive particle detectors.

I. Introduction

COMPASS (COmmon Muon and Proton Apparatus for
Structure and Spectroscopy) is a new fixed target experi-
ment at CERN, which came into operation in 2001. It em-
ploys high intensity muon and hadron beams (2 · 108 µ per
5 s spill at 160 GeV/c, 108 p, K, π per spill at 100−280 GeV)
from the Super Proton Synchrotron (SPS) to investigate
the gluon and quark structure of hadrons [1]. The first
goal of the experiment is to measure the gluon contribu-
tion to the nucleon spin from the cross-section asymmetry
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for open charm production in the photon-gluon fusion pro-
cess [2]. Here, the main focus is on the identification of
D0 and D

0
mesons by their 2-body decays into π± and K±

with momenta around 10 GeV/c, and of D∗ mesons, which
decay into D mesons emitting an additional pion with a
momentum around 1.6 GeV/c. To achieve high mass reso-
lution for charmed mesons and to maximize acceptance, the
setup comprises a two-stage magnetic spectrometer. The
first, large-angle section aims at detecting secondary par-
ticles with momenta as low as 0.5 GeV/c, and the second
section is optimized for secondaries above 5 GeV/c. Each
of the stages is equipped with high-rate scintillating fibers
and micropattern gas tracking detectors for the region close
to the beam up to a distance of ∼ 20 cm, and with drift
chambers, straw tubes and multi-wire proportional cham-
bers (MWPC) for large-area tracking. The spectrometer
is completed with a Ring Imaging Čerenkov (RICH) detec-
tor for particle identification, electromagnetic and hadronic
calorimetry, and muon detection, using drift tubes behind
iron/concrete absorbers. The setup for the current phase
of the experiment is shown in Fig. 1. As indicated, the
small-area tracker after the first spectrometer magnet SM1
comprises 10 tracking stations for the near-beam region,
each made of 2 GEM detectors with a central inactive area
of 5 cm in diameter, with one detector rotated by 45o with
respect to the other. While the average particle rate per
strip for a GEM detector is expected to be 20 − 30 kHz,
the most downstream detectors will see a maximum parti-
cle rate per strip of ∼ 150 kHz very close to the beam axis.
The requirement to achieve high spatial resolution over a
relatively large surface at such high radiation rates, and at
the same time expose as little material as possible to the
beam to reduce multiple scattering and secondary interac-
tions, imposes a considerable constraint on the design of
the detectors.

II. COMPASS triple GEM detectors

The GEM (Gas Electron Multiplier) [3] is a thin (50 µm)
polymeric insulator foil with copper electrodes on both
sides, optically semi-transparent due to a large number of
holes (typically 104/cm2) of diamater around 70 µm. When
inserted between a drift cathode and a readout anode plate,
it acts as a charge amplifier upon application of a poten-
tial difference between the two sides of the foil. In or-
der to achieve gains suitable for efficient detection of min-
imum ionizing particles, several GEM amplification stages
can be cascaded in a detector. Fig. 2 shows the effective
gain, defined by the ratio of charge collected by the read-
out electrode and primary charge produced by ionizing ra-
diation, for single, double and triple GEM devices as a



Fig. 1. The COMPASS spectrometer at CERN’s SPS accelerator.
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Fig. 2. Effective gain as a function of potential difference applied to
each GEM foil for single, double and triple GEM detectors.

function of the potential difference between the two GEM
electrodes. Here, as for all following measurements, the
detector was operated in a gas mixture of 70% Argon and
30% CO2, which was chosen for its favorable properties as
non-flammability, low diffusion and large drift velocity of
electrons, and non-polymerization in case of discharges.

The GEM detectors built for COMPASS consist of three
multiplication stages, with a conversion gap of 3 mm, and
gaps between GEM foils and to the readout anode of 2 mm,
as shown in Fig. 3. A grid of 3 × 3 spacer strips of 400 µm
width ensures a constant separation between the GEM
foils. The fact that, for a given gain, the triple GEM can
be operated at much lower voltages over each GEM foil was
found to reduce the probability of a gas discharge in pres-
ence of heavily ionizing radiation by more than one order

Fig. 3. Schematic cross section of a COMPASS triple GEM detector.

of magnitude compared to a double GEM device [4–6].
Moreover, at a given gain the discharge probability un-

der exposure to α particles was found to depend on the
gain sharing between cascaded amplification stages, as il-
lustrated in Fig. 4 [5,7]. The curves show the discharge rate
as a function of the total effective gain for equal voltage
drops on all three GEM foils, and for 18% and 39% voltage
asymmetry, defined as the difference of voltage drops over
the first GEM and the third, divided by the voltage drop
in the second GEM. Obviously, the discharge rate can be
reduced considerably by operating the first GEM at higher
gain, and successively decreasing it towards the last multi-
plier. In accordance with this measurement, we adopted an
asymmetry of 22% for the COMPASS chambers, resulting
in a reduction of discharge rate by more than one order
of magnitude with respect to a symmetric gain sharing.
For reasons of operational safety and material budget, all
electrodes are powered from a single high voltage source
through a resistive voltage divider with resistances chosen
to account for the asymmetry, as shown in Fig. 5.

To reduce the energy stored in the GEM, and conse-
quently the charge released in a discharge, the foils are



Fig. 4. Rate of α-induced discharges for different sharings of gain
between individual GEM foils.
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Fig. 5. Resistive voltage divider used for high voltage distribution to
the various electrodes of the COMPASS triple GEM detectors. A
remote-controlled switch allows to activate/deactivate the central
region of 5 cm diameter by modifying the potential drop over the
last GEM in the cascade.

segmented on one side into 12 longitudinal sectors of
2.6 × 31 cm2 size, corresponding to a capacitance per sec-
tor of ∼ 5 nF. Each sector is powered individually through
high-ohmic resistors. Limiting the initial charge released
in a discharge between the two GEM electrodes, where the
electric field is very high, also reduces the probability, that
the discharge extends all the way to the readout electrodes,
below our measurement limit.

A two-dimensional projective readout of the signal is ac-
complished by two orthogonal sets of 768 parallel metal
strips each, the top layer of strips being insulated from the
bottom one by 50 µm thick ridges of Kapton, as shown in
Fig. 6. An equal sharing of the available charge between
the two layers, as will be shown in section V, is achieved
by adjusting the strip widths to 80 µm for the top layer,
and 350 µm for the bottom layer, which is partly covered
by the top strips. The strip pitch is 400 µm for both layers,
resulting in an active area of 31 × 31 cm2. Fig. 7 shows a
microscope photograph of the readout structure, seen from
the top.

The readout electronics makes use of the APV25 chip
[8], a 128 channel amplifier-shaper ASIC with an analogue
pipeline of 192 cells for each input channel. The chip is fab-

Fig. 6. Schematic view of the two-dimensional readout structure.

Fig. 7. Microscope photograph of the two-dimensional readout struc-
ture.

ricated in a 0.25 micron CMOS process to take advantage
of the radiation tolerance, low noise and power consump-
tion intrinsic to this technology. Designed for readout of
silicon microstrip detectors, however, it does not have in-
put protection against overload currents coming from the
detector. Although we have significantly reduced the dis-
charge probability and energy, we have added an external
input protection circuit to maximize the reliability of the
system. It consists of a pair of inverted high-speed signal
diodes (BAV99) connected to ground, and a coupling ca-
pacitor (Cc = 220 pF) to avoid leakage currents into the
amplifier, as shown in Fig. 8. The potential of the an-
ode strips is defined by the residual ohmic resistance of
the unbiased diodes. Input signals are preamplified by a
charge amplifier and shaped by a CR-RC filter with 50 ns
peaking time. Note that only the fast electron charge is
detected on the readout strips, without any slow ion com-
ponent, a property of the GEM that is essential for good
pile-up rejection. The amplifier outputs are sampled at a
rate of 40 MHz and stored in the pipeline, while external
trigger decisions are taken. The pipeline depth allows a
programmable latency of up to 160 clock cycles (4 µs), the
remaining locations being used to buffer the data from up
to 10 events. Upon arrival of a trigger signal, up to three



Fig. 8. Schematics of one channel of the front-end readout electronics
including the protection circuit, and the APV25-S1 preamplifier-
shaper, pipeline and multiplexer stages. The protection circuit
comprises a pair of inverted high-speed signal diodes (BAV99),
and a coupling capacitor (Cc = 220 pF). The potential of the
anode strips is defined by leakage currents through the diodes,
connected to ground. The capacitance of the two-dimensional
readout structure is Cd ≈ 22 pF.

consecutive samples of the signal amplitude on each chan-
nel are multiplexed and read out and digitized by a 10-bit
ADC.

III. Aging tests

The small-area tracking detectors in COMPASS are ex-
posed to extremely high particle fluxes of µ and hadron
beams, imposing considerable requirements to the radia-
tion tolerance of their performance. It has already been
demonstrated in measurements with a small 10 × 10 cm2

double GEM prototype detector, that this kind of detec-
tor is less sensitive to aging than other micropattern gas
devices [9]. To test the aging behavior of a standard
COMPASS triple GEM detector, mandatory due to its
different mechanical structure and larger size, we used a
beam of 8.9 keV X-rays to irradiate the detector, operat-
ing at nominal gain, for about one month at rates of up
to 2.5 · 104 Hz/mm2 (resulting in a current density at the
readout structure of 10 nA/mm2), continuously monitoring
current and gain both in the exposed region and outside.
Fig. 9 shows the variation of the gain, corrected for vari-
ations of ambient temperature and pressure, as a function
of the collected charge [10]. The fact that no loss of gain
or energy resolution was observed even after collection of
more than 7 mC/mm2, corresponding to the total charge
collected in more than 7 years of operation in COMPASS,
justifies the use of these detectors even in the harsh envi-
ronment of the COMPASS hadron beam.

IV. Detector quality control

During and after mechanical assembly of a detector, the
GEM foils are tested for high voltage stability up to a po-
tential drop of 550 V in a dry nitrogen atmosphere. The
occurrence of spontaneous discharges or leakage currents
above 5 nA indicates a potential source of problems during
a long-term operation of a detector, which has to be iden-
tified and cured. Before mounting and bonding the final
front-end electronics, each chamber undergoes a standard-
ized test and calibration procedure. To this end, the read-
out strips are temporarily bonded to printed circuit boards,
providing access to the signal from groups of strips, which

Fig. 9. Variation of the corrected gain as a function of accumulated
charge. For reference measurements, a single wire proportional
counter (SWPC) was installed in the same gas line in front of the
GEM detector.

is amplified and digitized by standard laboratory electron-
ics. A collimated source of 8.9 keV X-rays is then used to
measure the gain and energy resolution for both readout
coordinates on a matrix of 4 × 4 points on the surface of
the detector. Fig. 10 shows the resulting maps of rela-
tive gain and energy resolution of a typical chamber. The
observed gain fluctuations of ∼ 8% rms are attributed to
local variations in the GEM hole diameter. For the po-
sitions of minimum and maximum gain an absolute gain
calibration is performed by measuring the signal current
on each readout plane as a function of the counting rate
under irradiation with X-rays. The resulting gain curves
are displayed in Fig. 11.

V. Performance in particle beams

Several prototypes of the COMPASS GEM detectors, at
various stages of their development, have been tested both
in the laboratory and in particle beams [4, 6, 11]. Here, we
report results obtained with two standard COMPASS triple
GEM detectors, equipped with final front-end electronics,
in a beam of 3.6 GeV/c protons and pions with an inten-
sity of 106 particles per spill from CERN’s PS accelerator.
Two upstream scintillation counters with an active area of
10×10 cm2 in coincidence with a downstream, smaller scin-
tillator (5 × 2 cm2) provided the trigger for readout of the
tracking detectors. The coincidence signal was synchro-
nized to a 40 MHz clock and distributed to the front-end
electronics. A double-sided silicon microstrip detector (ac-
tive area 5 × 7 cm2, strip pitch 50 µm) was placed down-
stream of the GEM detectors to obtain a precise reference
space point for particle tracks.

For each event, the input signal on each strip of the GEM
readout structure is recorded for three consecutive time
slices of 25 ns. The trigger latency is adjusted in a way
that the third sample corresponds to the peak amplitude
of the signal, and the second and first samples correspond
to the amplitudes 25 ns and 50 ns earlier, respectively. Af-
ter pedestal and common mode subtraction a simple clus-



Fig. 10. Maps of (a) relative gain and (b) energy resolution measured
with a collimated source of 8.9 keV X-rays.

ter finding algorithm tags all strips with amplitudes in the
third sample exceeding a threshold of three times the strip
noise, and groups together all adjacent strips fulfilling this
cut. A cluster is valid if the sum of amplitudes of adjacent
strips is larger than 5 times the cluster noise. Overlap-
ping clusters are recognized if they are separated by a local
minimum. For each cluster, the center of gravity, the width
and the total charge is calculated. Fig. 12 shows the distri-
bution of cluster sizes (number of strips above threshold)
for the upper layer of strips (80 µm width) and the lower
layer (350 µm width).

The upper and lower layer of readout strips equally share
the charge cloud produced by an ionizing track, as reflected
in Fig. 13, where the cluster amplitudes recorded from the
upper layer of strips is plotted versus the one from the lower
layer. The fact that the fraction of the signal collected on
the top layer is actually larger than expected from the ge-
ometrical dimensions of the strips given in section II, can
be explained by the finite thickness of the insulating ridges
between the two layers, which leads to a distortion of the
electric field lines. The narrow correlation of amplitudes
with a ratio of ∼ 1 and a sigma of ∼ 0.1 is a very important
feature of the detector, which can be exploited to resolve
ambiguities in the case of multi-hit events, by coupling clus-
ters with matching signal amplitudes in both coordinates
to yield space points, as illustrated in Fig. 14. Here, mul-
tiple hit events were generated offline by superposition of
single hit events, and the amplitude correlation was then

Fig. 11. Maximum and minimum effective gain for a typical COM-
PASS triple GEM detector as a function of the voltage applied
to the resistive divider.

Fig. 12. Cluster size distributions for the layer of (a) 80 µm wide
strips, and (b) 350 µm wide strips.



Fig. 13. Correlation of cluster amplitudes recorded on the upper
(80µm width) and lower (350 µm width ) layer of strips.

Fig. 14. Reconstruction efficiency for single hits (upper curve) and
all hits in an event as a function of the hit multiplicity in the
detector, using the known amplitude correlation.

used in a maximum likelihood algorithm to associate hits
on both projections. In a 4-hit event, for example, about
80% of the clusters detected on the two projections are cor-
rectly reconstructed to space points. In 60% of the cases,
even all intersection points of a 4-hit event can be fully re-
constructed in a single detector, without making use of the
information from other tracking detectors nearby.

Efficiency and signal-to-noise curves for detection of min-
imum ionizing particles were determined for both projec-
tions, and are shown in Fig. 15. Here, the efficiency is
simply calculated by the ratio of the number of triggers to
the number of events with a GEM hit recorded in a small
fiducial area close to the center of the detector, given by
the scintillating counters. Its absolute value is therefore
underestimated by about 4%, the fraction of inefficient re-
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Fig. 15. Efficiency (left ordinate) for the detection of minimum
ionizing particles for the (a) upper and (b) lower layer of strips,
and signal-to-noise ratio (right ordinate), both as a function of
the voltage applied to the resistive divider.

gions obstructed by spacer grids and sector boundaries in
this area. For this particular chamber, the plateau of full
efficiency starts at a voltage of 4050 V, corresponding to
a total effective gain of ∼ 8000, or 4000 per coordinate.
The signal-to-noise ratio, defined as the cluster amplitude
divided by the rms cluster noise, at the beginning of the
efficiency plateau is around 18.

Position-resolved characterization of a detector requires
the definition of a track, which in this case was given by a
space point from the first GEM detector and from the sil-
icon micostrip detector. The efficiency versus position on
the second GEM detector was then determined by count-
ing the hits within 400 µm of the expected trajectory, as
displayed in Fig. 16 along the coordinate measured by the
lower layer of strips. The local inefficiency at x ≈ 235 mm is
caused by a spacer grid, the total surface of which amounts
to < 1% of the total active area of the detector. Outside
obstructed regions the efficiency is found to be (99±0.1)%.

From the distribution of hit-residuals relative to the pre-
dicted hit position, shown in Fig. 17, the spatial resolution
of the detector can be deduced by deconvoluting uncertain-
ties in the tracking and effects of multiple scattering. The
resulting spatial resolution is calculated to be (46± 3) µm.

Up to now, only the third of the three successively



Fig. 16. Efficiency along the coordinate measured by the lower layer
of strips, the local inefficiency at x ≈ 235 showing the effect of a
spacer grid.

Fig. 17. Distribution of hit-residuals from the predicted track posi-
tion.

recorded samples of the input signal was taken into ac-
count, corresponding to the peak amplitude of the signal
provided the correct timing of the trigger latency. Using in
addition the information given in the second and first sam-
ple, the time of the event with respect to the trigger can be
derived by fitting the (known) average response of the de-
tector to minimum ionizing particles to the three measured
samples. Fig. 18 shows the resulting distribution. Due to
an unknown phase shift between the trigger signal and the
40 MHz sampling clock, the distribution shown is the con-
volution of the detector time resolution (assumed gaussian)
and a 25 ns wide rectangular distribution. Deconvoluting
this 25 ns time jitter yields a detector time resolution of
∼ 15 ns. A measurement of the clock phase with respect to
the trigger signal is being implemented in the COMPASS
experiment and will remove the uncertainty in the time
measurement.

After these successful tests, certifying that the detectors
meet their design specifications, a total of 14 chambers were
produced, installed, and commissioned in the COMPASS
spectrometer for the 2001 physics run. After having been
flushed with detector gas for several days and a running-in
phase at moderate voltages of about one week, the detec-

Fig. 18. Distribution of arrival times of events, derived from the
signal amplitudes measured in three successive time bins of 25 ns.

Fig. 19. Positions of maximum cluster for each event (hit map). The
central sector of 5 cm diameter was disabled to avoid too high
occupancies in the high-intensity beam of 2 · 108 µ/spill. The
cross without hits is caused by the spacer grid.

tors were set to their nominal gain, 8000 according to the
results of our tests, and operated without problems at the
design intensity of 2 · 108 µ/spill. Fig. 19 shows a typical
hit map from a high-intensity run, produced by plotting
the positions of the maximum cluster for each event.

Fig. 20 shows a clear correlation in the position of hits
measured by two different GEM detectors, 0.5 m apart in
beam direction.

VI. Summary and Outlook

For the COMPASS small-area tracker, the first 14 triple
GEM detectors out of a total of 20 have been built, tested



Fig. 20. Correlation of hit positions in one coordinate, measured by
two detectors 0.5m apart in beam direction.

and installed. The performance of a triple GEM detector
in high radiation environments compares favorably with
that of a double GEM detector in terms of discharge prob-
ability and energy. In conjunction with improvements con-
cerning the geometry of GEM foils and the high-voltage
distribution, a safe long-term operation of these devices
without aging seems feasible, even in the harsh environ-
ment of a high-rate experiment like COMPASS. This was
shown by accumulating a total charge of > 7 mC/mm2,
corresponding to more than 7 years of operation in COM-
PASS, without any loss of gain or energy resolution. The
operational characteristics of these devices have been stud-
ied in various test beams. Fully efficient (> 98%) detection
of minimum ionizing particles on both coordinates of the
two-dimensional readout was achieved at a gain of ∼ 8000,
corresponding to a signal-to-noise ratio of ∼ 18. With a
spatial resolution better than 50 µm, and a time resolu-
tion around 15 ns, these devices were proven to have ex-
cellent tracking properties. A rate capability in excess of
105 Hz/mm2, and an outstanding multi-hit resolution due
to their two-dimensional readout make these detectors well
suited for exposure to high particle rates. Their good per-
formance during 8 weeks in the high-intensity muon beam
of COMPASS in 2001 confirmed that GEM detectors meet
the requirements for tracking devices in modern high en-
ergy physics experiments.
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